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Background	  	  	  	  	  	  Requirements	  	  	  	  	  	  Design	  	  	  	  	  	  Future	  Work	  

Modern	  AcousIc	  Stethoscopes	  

FuncIon,	  Design,	  and	  ApplicaIons	  

3M	  Li/mann	  
Classic	  
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Commercially	  	  
Available	  	  
Wireless	  	  

Stethoscopes	  

Pros,	  Cons,	  and	  Areas	  of	  Improvement	  

Cardionics	  
ViScope	  	  

100	  



ProhibiIng	  Cost	  of	  Current	  Wireless	  Models	  
and	  the	  Inconvenience	  of	  AcousIc	  Models	  
leave	  our	  client	  without	  an	  Adequate	  SoluIon	  
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Problem	  Statement	  



Client	  	  
Requirements	  
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Dr.	  Sco/	  Springman	  



Two	  BME	  Design	  teams	  have	  previously	  
worked	  on	  this	  project	  

Previous	  Designs	  

Background	  	  	  	  	  	  Requirements	  	  	  	  	  	  Design	  	  	  	  	  	  Future	  Work	  

Fall	  2011	  Design	  Team:	  	  
Kyle	  Jamar,	  Michael	  Scherer,	  
Taylor	  	  Weis,	  Meghan	  
Anderson	  
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Design	  AlternaIves	  

Decision	  Matrix	  for	  Microphone	  PosiIon	  
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Decision	  Matrix	  for	  Signal	  Transmission	  Method	  
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Final	  Design	  

Background	  	  	  	  	  	  Requirements	  	  	  	  	  	  Design	  	  	  	  	  	  Future	  Work	  



Future	  Work	  
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Acquiring	  Parts	  and	  Assembling	  a	  Prototype	  



Future	  Work	  
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TesIng	  of	  Prototype	  for	  OperaIng	  Room	  Use	  
– Durability	  
– Ba/ery	  Life	  
– Free	  of	  Interference	  
– Accuracy	  
– Marketability	  

	  



A	  Sincere	  Thanks	  to	  our	  Client,	  
Dr.	  Springman,	  and	  our	  
Advisor,	  John	  Webster	  

	  


